Here, we discuss the development of a paper-based diagnostic device that is inexpensive, portable, easy-to-use, robust, and capable of running simultaneous tests to monitor a relevant inflammatory protein for clinical diagnoses i.e. C-reactive protein (CRP). In this study, we first attempted to make a paper-based diagnostic device via the wax printing method, a process that was used in previous studies. This device has two distinct advantages: 1) reduced manufacturing and assay costs and operation duration via using wax printing method to define hydrophobic boundaries (for fluidic devices or general POC devices); and, 2) the hydrophilicity of filter paper, which is used to purify and chromatographically correct interference caused by whole blood components with a tiny amount of blood sample (only 5 μL). Diagnosis was based on serum stain length retained inside the paper channels of our device. This is a balanced function between surface tension and chromatographic force following immune reactions (CRP assays) with a paper-embedded biomarker.
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Our novel paper-based device employs an inflammation detection method using a latex agglutination reaction with CRP, resulting in a quantifiable reaction (stain length) that can be observed with the naked eye. CRP is secreted by the liver, and rapidly rises to acute levels that are 10-100 times the normal range (acute-phase inflammation) in patients with trauma, ischemia, burns, inflammation, or infection [19] [20] [21] . Expression of CRP can be used to identify and track infection and diseases that cause inflammation such as, but not limited to, rheumatoid arthritis, cardiovascular disease, and inflammatory state [22] [23] [24] . In our experiment, we obtained clinical samples from osteomyelitis patients and used the above-described detection methods to monitor inflammation in patients of varying health status (ranging from critical to stable) to facilitate timely application of optimal treatment protocol.
Our paper-based diagnostic device CRP assays were used to measure serum stain length retained inside a paper microchannel. Serum stain length was affected and determined by an aggregative reaction, i.e., C-protein reacting with commercial ASK ® LATEX, and the increased viscosity of blood containing high levels of protein.
Test results provide a preliminary assessment and can be semi-quantified for rapid assessment. Because blood agglutination is induced by the immune reaction between related antigens in the blood sample and the antibody immobilized in the paper substrate of the device/channel, the strength of agglutination can be quickly determined (5 minutes) by measuring the length of the resulting blood sample stain in the microchannel of our device while surface tension and siphon force are in balance. A shorter length indicates a stronger immune interaction and greater agglutination. Because the elapsed detection time for CRP assays using our paper-based diagnostic device (about 5 minutes actual assay time per assay) is less than the elapsed detection time for traditional methods (about 3-4 hours actual assay time per assay), the waiting time for laboratory data is shortened and the efficiency of clinical practice may be improved (Fig. 1) . Note, traditional processing methods require additional time due to a number of human processing factors and can vary from country to country, but is approximately 1 day in clinical practice.
Results
Fabrication for Paper-based diagnosis devices. Paper, cotton, and cloth, have been successfully used as substrates for biochemically based reactions such as enzymatic reactions or antibody-antigen recognitions. For our paper-based device, we used a commercial wax printer, as opposed to SU-8 photolithography, to create fluidic channels 9, 25, 26 . In this manner, we built a low-cost in vitro diagnostic device using filter paper as the substrate as shown in Fig. 2a,b .
Before clinical sample analysis, we examined and characterized the properties of the patterned paper device being used. Primarily, we needed to confirm hydrophobicity of the wax used following the heating process and consider adjusting heating conditions to ensure the creation of adequate and consistent hydrophobic boundaries. The contact angles of the wax boundaries following wax application, heating, and drying, were approximately 100°-120°, and the wax boundaries were created when the wax/substrate composite was heated at 95 °C for 10 minutes ( Figure S1 ). It is important to emphasize that wax must fully penetrate, i.e., melt through, the paper in order to properly define hydrophobic and hydrophilic boundaries on both sides of the filter paper (note filter paper does not retain undissolved resin in the hydrophilic regions), as shown in Fig. 2a,b and Figures S1 and S2. To confirm channel uniformity, we dropped deionized water (DI water) into three channels of each device and examined fluid flow time to determine device yield rate ( Figure S2 ). At present, we have a fabrication yield rate of 12-14/20 (approximately 60-70%) devices when using Whatman filter paper grade 4.
Paper-based diagnosis devices for CRP assays. In clinical practice, CRP level is routinely used as a biomarker to determine inflammation/disease state. In normal individuals, CRP level is approximately 0.02-1.35 mg/dL as measured using a commercial latex reagent. In patients experiencing acute disease response and associated Scientific RepoRts | 6:38171 | DOI: 10.1038/srep38171 inflammation, the average CRP level is 4.7 mg/dL; this level may rise to more than 40 mg/dL 27, 28 . To extend the detection utility of our paper-based diagnostic device, we impregnated our paper with clinically used commercial latex reagents to determine CRP concentration in whole blood and create a highly useful POC tool for measuring and monitoring inflammation and tissue damage (see Fig. 2c and movie). Day-to-day variations in CRP concentration are highly useful for indicating inflammation level and disease or therapy progress. For this reason, frequent testing is highly advisable, but typically expensive and time-consuming.
When using whole blood, we observed that blood flow stops but serum continues to flow for a short time. We used total located length blood flow, including serum flow, in each channel to define serum stain length during CRP-assays analysis (naked eye measurement) ( Figure S3 ). Figure 2d displays promising preliminary results with one positive, one negative control, and one sample channel (at the normal clinical level of CRP in whole blood). Due to serum agglutination resulting from the immune-reaction between the CRP in the serum with Ca 2+ and the latex immobilized in the paper channels, the strength of agglutination can be determined in 5 minutes based on the blood sample stain length within the channel, which is a balance between surface tension and chromatography; shorter length equates to stronger immune interaction with greater agglutination and high concentration of CRP. We confirmed the length deviation (LD) and length ratio (LR) qualitative capacity of our paper-based diagnostic device for CRP analysis by comparing flow length deviation (naked eye) between the negative channel (NC) and the sample channel (SC) or between the sample channel (SC) and the positive channel (PC) (Fig. 2d) . The correlation between LD and CRP concentration using our paper-based device is shown in Fig. 3 and the correlation between LR and CRP concentration using our paper-based device is shown in Fig. 4 . Our results indicate that LD had good values for R-Square: 0.775 and Pearson's r: 0.883 for creating a good standard curve and LR had good values for the residual sum of squares: 0.330 and Pearson's r: − 0.588, demonstrating a moderately correlated parameter.
Erythrocyte sedimentation rate (ESR) measurements are often replaced by CRP measurements in clinical monitoring. However, studies have found that ESR and CRP measurements have an inseparable relationship and the examination of both is useful in the diagnosis of acute maxillary sinusitis according to independent testing 29 . In Fig. 5 , we show the relationship between CRP and ESR levels though LD and LR qualitative capacity in osteomyelitis patients. When examining ESR, we observed that the qualitative capacity of LR was greater than qualitative capacity of LD (Fig. 5b , LR residual sum of squares: 0.351 is better than LD residual sum of squares: 32109.263).
Visual observation of length ratio for qualitative CRP examination in whole blood samples when using our paper-based device achieved was comparable to commercial CRP assay results, but we contend that our device provided clearer results with regard to length quantization, and our device is easier to use and more rapid than a commercial CRP assay because it does not require any additional purification process. These results support the idea that our paper-based device is more suitable for detection of whole blood samples (Fig. 6a and b) , but the approach could be further improved by optimizing fabrication, sample preparation, reagent uniformity, and analytical methodology.
Discussion
We suspected that yield rate could be improved with more uniform wax application and found that an oven, rather than a hot plate, produced more uniform wax application (channel uniformity) and a better yield rate: 12/20 (approximately 60%) to 14/20 (approximately 70%). These efforts were applied to further reduce cost and improve yield.
Regarding the uniformity of latex reagents used for paper-based devices, latex is a heterogeneous liquid that can be dropped onto the center of each channel to ensure uniform flow channel placement. During sample preparation, physiological state of the patient can affect the viscosity of blood. If blood viscosity is high, analytical results are affected. Viscous blood flows a shorter length and requires more time for flow results, which complicates analysis. For this reason, whole blood may be diluted with PBS to improve flow before being applied to a paper-based device channel. When using diluted blood samples, the volume of the sample must be carefully controlled to not exceed ~5 μ L, which would overcome device design capacity. We initially designed our control group channel to contain no reagent, but when blood was applied it flowed directly to the bottom of the channel. Because this did not provide a value for comparative analysis of samples, we elected to use a three-channel/three reagent concentration system. This allowed us to test for redundancy and provided fallback options if one of the channels proved to be problematic or non-functioning. In such cases, one of the other channels could still be used to detect and identify whether a single set of tests could reliably measure the same clinical blood sample and provide a successful profile comparison of flowed serum length as follows: negative channel ≧ sample channel > positive channel (Fig. 1d) . Comparing LD and LR, we found that LD was more suitable for creating a standard curve using our paper-based device.
We found that whole blood samples sometimes demonstrated hemolysis (we compared natural red blood cell sedimentation and yellow serum in our collection tube), which would seriously affect the accuracy of our experimental testing due to blood cell protein interference. We further speculated that, if problematic hemolysis was present, a paper-based diagnostic device would only be useful if it could detect its target before hemolysis occurs. If the results of this device can be validated and the underlying mechanism can be quantitatively proven, its test results may be admissible in clinical practice. For this reason, we suggest same-day use of whole blood in experiments using paper-based diagnostic devices. Interference may also be avoided by using heparin as an anticoagulant agent, rather than EDTA, because EDTA binds divalent ions. Other scientists may find novel means of avoiding interference signaling that may include permitting blood cell coagulation at the microchannel initiation point so that only serum subsequently flows through the channel for analysis 15 . CRP assays using whole blood can be complicated. The amount of protein being detected is relatively small, but whole blood is complex and composed of many substances. In our experiments, natural filtration and chromatographic processes via the paper reduced the background "noise" of these substances and provided us with a 62.5% (45/72) success rate for qualitative CRP detection. Although our results could not be perfectly quantified, we believe the qualitative analysis provided to be useful. It is important to note that CRP background levels must be known when using CRP to interpret inflammation or tissue damage. CRP level alone has little value as a diagnostic tool especially in an emergency setting. Additional tests or assays must be conducted to confirm the significance of CRP data: a rise in CRP indicates that there is a problem but it cannot be used to establish a final 30, 31 . High levels of CRP and ESR indicate an underlying clinical status. High CRP levels indicate acute inflammation and elevated ESR levels are indicative of chronic inflammation 31 . CRP can be detected in assays that take advantage of protein binding with latex in the presence of calcium ions, resulting in rapid agglutination, and ESR is measured by noting blood cell sediment height per hour (mm/hour). As inflammation initiates or blood infection rises, CRP rises rapidly, but other biomarkers, e.g., ESR, must be assayed to support the detection of inflammation. To assay for ESR, anticoagulant sedimentation tubes containing blood sample are placed upright for one hour, and travel rate and plasma concentration are observed. ESR is affected by many factors, the most important of which is the formation of cord-like erythrocytes. Because red blood cells aggregate, stack, and create rouleaux formations, exposure to plasma resistance is reduced, and the rate of decline is much faster than the rate of decline for single red blood cell dispersion 32 . Assay methods that employ filtration and chromatography, as opposed to sedimentation, allow whole blood to be separated into blood cells and serum and, as with our paper-based process, travel characteristics can be observed. Because our approach is similar to conventional ESR assay techniques, we believe that our device may be correlated to conventional ESR (Fig. 5b) .
We developed a novel paper-based diagnostic device that employs hydrophilic and hydrophobic layers of wax to define a lateral flow channel. This device may be used with integrated chromatography and filtration to determine CRP level (qualitative and preliminary, semi-quantitative). As an alternative to existing conventional techniques, our paper-based diagnostic device possesses several advantages: (1) only small liquid-type sample volumes are required (~5 μ L) compared to volumes required by conventional methods (~1-2 mL); (2) operating duration is short; and, (3) manufacturing and assay costs are low.
Methods
Fabrication of paper-based diagnostic devices. We made a paper-based diagnostic device using a wax printing method 1 . Specific patterns can be easily designed using commercial software (Autocad 2010) and printed out onto commercial filter paper (Whatman Grade No. 4 filter paper) using a commercial wax printer (Xerox Phaser 8570 DN). After wax-printed paper device fabrication we defined paper/wax performance parameters to include adequate contact angle and flow velocity measurements from three channels. Contact angle represents applied wax hydrophobic interface uniformity, and constancy and uniformity of flow confirm the flatness of the flow channel. The wax-printed paper was subsequently heated on a hot plate at a temperature of approximately 95 °C, which re-melted the wax (~10 minutes) and allowed it to penetrate the depth of the paper.
Immobilization of CRP paper-based diagnostic devices. We used commercial latex (ASK ® LATEX agglutination test for C-reactive protein No. 06C010/6R011/06R012) for our paper-based diagnostic device CRP assays. We used a two-step procedure to perform the CRP test on our paper-based device including: 1) immobilization of ASK LATEX (negative control, sample, positive control) at different concentrations (0.75, 1.5 and 2.25 μ L) by pipette at different arms of the paper tri-channels, followed by drying (~15 minutes); and, 2) placement of 5 μ L diluted blood sample (blood: PBS = 1:1) onto the center of the tri-channels to initiate reaction (~10 minutes until the blood stopped flowing) (Fig. 2c,d ).
Analysis of CRP assays using paper-based diagnostic devices. For CRP assays, we examined and measured the post-reaction length of flow for applied blood samples and compared that length with negative and positive control reactions (i.e., flow lengths) to create length deviation and length ratio for qualitative CRP results (Fig. 2d ). . This study was conducted in accordance with the ethical principles of the Helsinki declaration 33 and International Conference on Harmonisation of technical requirements for registration of pharmaceuticals for human use-Good Clinical Practice(ICH-GCP) guideline. The inclusion criterion of this experiment was patient diagnosis of osteomeylitis and ESR and CRP were regularly checked during the admission period. Approved informed consents (CF13103, version 03) were obtained before blood samples were collected from participants. Two blood sample tubes (5cc) were collected from patients in this study. One tube was sent for laboratory study of ESR and CRP using an Hitachi 7600 CRP measuring device for comparison (control group). The other tube was used to test our paper-based diagnostic device (experimental group). A total of 72 paired samples (control and experimental sample) were collected in this study.
